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1006-179 Elution of Everolimus and Sirolimus From a 
Biodearadable Polvmer Coated Stent Inhibits 
Neointimal Hyperplasia Without Inflammation or 
Toxicity 
Saibal Kar Taku Honda, Dougal Mcclean, Kanama Takizawa, Michael Fishbein, -I 
Hidehiko Honda, John Shulza, Neal Eigler, Frank Litvack, Cedars-Sinai Medical Center, 
Los Angeles, CA, UCLA Medical Center, Los Angeles, CA 
Background: Earfy clinical trials with drug eluting stents have suggested limitations 
including edge restenosis and malaposition. Persistent bio-stable polymer and/or drug 
may be causal. Biodegradable polymers hold potential advantage if they are metabolized 
prior to tissue toxicity and deliver drug during the optimal window. Local delivery of active 
drug from a slowly biodegradable, high molecular weight polylactic acid (PLA) coated 
stent could lead to inhibition of intimal hyperplasia without impaired healing. 
Methods: We compared PLA polymer containing 160 or 220 ug of Everolimus(E), 180 ug 
Sirolimus(S), and bare metal stent. 40 stents were deployed in coronary artehes of 19 
pigs with sacrifice at 28 days. Endpoints were assessed by quantitative coronary angiog 
raphy @CA), histomorphometry, and histology at 28 and 90 days. 
Results:There was reduction of intimal hyperplasia as assessed by QCA and histomor- 
phometry by both E and S (Table 1). At both 28 and 90 days, there was complete re- 
endothelialization and ho difference in inflammation or fibrin between the bare stent and 
druglpolymer groups. 
Conclusion: Everolimus and Sirolimus delivered via stent and thin layer biodegradable 
polymer are equally effective at inhibition of intimal hyperplasia. At follow-up evaluation. 
complete healing without toxic or inflammatory reaction was seen. A clinical trial to deter- 
mine safety and efficacy of the Everolimus coated stent has commenced. 
Table 1. QCA and Histomorphometric parameters at 28 days 
Bare(S) Low E(17) High(E) S(5) 




0.44*0.20 0.28*0.14 0.29*0.10T 0.3kO.12 
64+24t 4lil2 38ill$ 33*13t 
5.2*1.7 2.8+0.6$ 3.0*1 .o* 2.4*1 .O$ 
1.5*0.9 1.550.5 t .5*0.5 1.6iO.5 
$ p < 0.001 T pco.01 
1006-l 80 Reducing Neointimal Proliferation by a Stent-Based 
Delivery of Nitric Oxide in a Porcine Carotid Overstretch 
Injury Model 
Donamina Hou Hugh Narciso, Kirti Kamdar, Yiyu Zhao. William R. Henog, Bruce 
Barclay, Keith L. March, ICVBM, Indianapolis, IN, Vascular Architects, Inc, San Jose, CA 
Background: Nitric oxide (NO) is a potent vasodilator and anti-platelet agent that sup- 
presses vascular smooth muscle cell proliferation. We hypothesized that releasing NO 
from a stent would reduce neointimal hyperplasia after vascular intervention without 
affecting systemic hemodynamics. The present study was designed to test the efficacy of 
ah NO eluting stent in a porcine carotid overstretch injury model. 
Methods and Results: ePTFE-covered stents (aSpireS Vascular Architects, Inc) with 
the NO-releasing compound sodium nitroprusside (SNP. NO donor)/silicone mixture con- 
taining 54.5 pg SNP were tested. In Virro measurable levels of NO were detected and 
released for 87 days in a conttnuous flow closed-loop PVC tubing system containing PBS 
with a flow rate of 1OOmllmin at room temperature. Six SNPIsilicone mixture coated 
ePTFE-covered stents and six uncoated aspire stents (without SNPlsilicone mixture) 
were implanted in the carotid arteries of 6 pigs following balloon overstretch injury with a 
balloon artery ratio of 1.3:l. Pigs were terminated at 28 days and the vessels were har- 
vested. Quantitative angiography analysis documented ho differences between the base- 
tine vessel parameters. At sacrifice, stents coated with NO significantly decreased 
angiographic lumen narrowing from 37% (control) to 28% (NO eluting, p = 0.022). No 
drug toxicity was observed. Morphometric measurements indicated that the injury score 
was equivalent between groups. The mean intimal thickness was significantly lass in NO 
eluting stent vessels than controls (0.12+0.05 mm vs. 0.43iO.09 mm; P = 0.008). The 
mean neointimal area was also markedly reduced (0.49&0.16 mmz) for arteries receiving 
NO eluting stents compared with the controls (2.40*0.39 mm* , P = 0.00983). Factor VIII 
staining demonstrated complete vessel reendothelialization in most segments of vessel 
of both groups. Conclusions: ePTFE-covered aspire stent-based sustained delivery of 
NO donor via SNPlsilicone mixture is feasible and effectively reduces in-stent neointimal 
hyperplasia at 28 days in a porcine carotid overstretch model. Long-term follow-up is 
needed to determine the persistence of this effect oh neointimal suppression. 
1006-181 Stents Coated With the Lipophilic Compound A24 
Profoundly Inhibit Neointimal Formation in the Porcine 
Coronary Model 
Andrew J. Carter, Lisa Welch, Lori Gibson, Souad Sedlik, Renu Virmani, Providence 
Heart Institute, Portland, OR, Armed Forces Institute of Pathology, Washington, DC 
Background: Stent-based immunosuppressive therapy reduces restenosis by impairing 
vascular smooth muscle cell proliferation and mitigating the inflammatory response to the 
prosthesis. 
Methods: We evaluated the feasibility and efficacy of A24 eluting stems in a porcine cor- 
onary model. Stainless steel balloon expandable stents were coated with a non-erodable 
pOlym.3 or pOlymi?r with A24 (10 w/mm). Fifteen pigs underwent placement of oversized 
bare metal (n = 15) polymer (n = 8) and A24 (n = 9) stents in the coronary arteries. 
Results: At 28-days. histology demonstrated similar mean injury scores for the control, 
polymer and A24 coated stents. The mean neointimal area (mm*) was significantly 
reduced for A24 (1.70 f 0.47) as compared with polymer (2.82 f 1.24) and control (2.89 
f 1.91) stents (p c 0.005). The 40% reduction in neointimal area resulted in significantly 
less mean percent diameter stenosis for A24 (19.4 f 4.0 %) as compared with polymer 
(30.3 * 12.1 %), and control (29.4 * 15.5 %) stents (p < 0.001). Twelve of the 45 bare 
metal stent cross sections exhibited a giant cell reaction while none of the 26 sections 
from the A24 stems had a giant cell response. 
Concfusions: Stent-based delivery of A24 inhibits neointimal formation and the inflam- 
matory response to the prosthesis in the porcine coronary model. Further study IS neces- 
sary to determine the dose-response and long-term effects A24 eluting stents in the 
porcine coronary model. 
1006-l 82 First-in-Human Study of Angiopeptin-Eluting Stents: A 
Quantitative Coronary Angiography and Volumetric 
Intravascular Ultrasound Study 
On-Hina Kwok Wing-Hing Chow, Chi-Hang Lee, William Ng. Tin-Chu Law, Alex Chiu, 
Jeffrey J. Popma. Grantham Hospital, Hong Kong, Hong Kong, Brigham and Women’s 
Hospital, Boston. MA 
Background: Angiopeptin. a somatostatin analogue, has been shown to reduce neointi- 
mal hyperplasia after stenting in various animal models. Angiopeptin inhibits smooth 
muscla cell proliferation through attenuating the production and release of several growth 
factors including PDGF. b-FGF, IGF-1 and EGF. BiodivYsio DD Phosphorylcholine (PC) 
coated stent provides a viable platform for local delivery of anti-proliferative agents to the 
coronary artery. Oblective: To evaluate the feasibility, safety and impact oh tissue growth 
of Angiopeptin-eluting BiodivYsio DD PC stems in human native de nova coronary 
lesions. Method: 13 patients (14 lesions) underwent intravascular ultrasound(lVUS)- 
guided Angiopeptin-eluting stents implantation. The mean age was 83.7+8.7 yrs. 46.2% 
of the patients were diabetic. The clinical follow up period was 28.9+6.8 weeks. Coronary 
arteries between 3.0 and 4.0mm in diameter and lesion lengthcl8mm were included. 
Results: Lesion locations were 9 LAD, 3 LCx and 2 RCA. 13 stents were loaded with 22 
microgram of Angiopeptin and one with 126 microgram. No major adverse cardiac 
events had occurred. Off-line quantitative coronary analysis(QCA) showed pre-proce- 
dural mean reference diameter of 3.23r0.72mm. Minimal luminal diameter(MLD) 
improved from 0.69*0.29mm to 3.19+0.60mm. Mean lesion length,was 12.38~2.04mm. 
8 consecutive patients (9 stents with 22 microgram Angiopeptin) underwent 6-month 
angiographic and volumetric IVUS follow-up. Late loss was 0.55i0.36mm and late loss 
index was 0.23*0.13 by QCA. Binary restenosis was 0%. Follow-up stent volume by 
IVUS was 199.6~123.lmmJ and percentage neointimal hyperplasia volume was 
20.7+28.5%. There was ho edge effect and late stent mal-apposition. Conclusion: Angio- 
peptin-eluting BiodivYsio DD PC stent appears to be feasible and safe in treating native 
de nova coronary lesions. Low-dose (22 microgram) Angiopeptin-eluting stents resulted 
in modest degree of neointimal hyperplasia and zero binary restenosis. More patients will 
be enrolled in the trial with escalating doses of Angiopeptin and the encouraging prelimi- 
nary results warrant further confirmation by randomized controlled trial. 
1006-l 83 First Human Experience Using a New Everolimus Stent 
Coating: Procedural and Six-Month Follow-Up Results 
of the FUTURE Trial 
Eberhard Grube, Lutz Buellesfeld, Ralf Mueller, Manfred Staberock. Guide Selbach. 
Thomas Schmidt, Ulrich Gerckens, Heart Center Siegburg, Siegburg, Germany 
Background: Sirolimus and Paclitaxel eluting stents have shown significant reduction of 
restenosis after stent implantation with remarkable improvement of patient outcome. 
Everolimus is a new anti-proliferative agent binding to cytosolic immunophyllin FKBP12 
and inhibiting arowth factor-driven cell oroliferation with oromisina results in animal stud- _- _ 
ies demonstrating a 50% reduction of neointimal proliferation compared with a bare 
metal stem. The FUTURE trial has been conducted to evaluate both safetv and efficacv 
of the new ChallengeStent, which is coated by a bio-erodable polymer carrying the 
agent Everolimus. 
Methods: The FUTURE trial, which has started in May 2002, is a prospective, random- 
ized, single blinded study including a clinical follow-up at 30 days and 12 months post 
procedure and a 6 month angiographic and IVUS follow-up, to evaluate acute gain and 
late lumen loss due to neointimal proliferation. The primary endpoint is MACE at 30-days. 
The secondary endpoint is to compare the clinical performance of the Everotimus coated 
stent (Challenge-Stem) as compared to the control bare metal S-Stent with regards to 
device success, MACE and restenosis rate at 6.months follow-up. In this randomized 
unbalanced 2:1 ratio, 24 and 12 patients are allocated to the drug and control groups 
respectively. De hove coronary lesions with a reference diameter between 2.75-4.0mm 
and lesion length cl8mm were enrolled with mandatory predilatation. 
Results: To date, the patient enrollment has been completed including 36 patients with a 
procedural success rate of 100%. No in-hospital MACE were reported. At 30.day clinical 
